Upgrade of a single chamber endo-epicardial to a triple chamber biventricular implantable cardioverter-defibrillator.
In patients with heart failure implanted with conventional pacemakers, cardiac resynchronization therapy results in significant benefits. The upgrade of previously implanted devices to biventricular pacing may be technically challenging. We report one case of upgrade to biventricular pacing and describe the related technical implications and the therapeutic solutions adopted.